Methods for the examination of the physico-chemical properties of synthetic membranes are discussed starting with the determination of membrane pore structure and organization. Subsequently, the determination of equilibrium (e.g. water content, fixed charge concentration) and transport parameters of synthetic membranes is outlined. Using the phenomenological relationships of the thermodynamics of irreversible processes, the hydrodynamic and osmotic permeability, the reflection coefficient, and the asymptotic solute (salt) rejection can be obtamed from dialysis and hyperfiltration experiments. The experimental set-ups for both dialysis and hyperfiltration experiments are described.
INTRODUCTION
The broad application of synthetic membranes in technical separation processes, electrochemistry, chloride-alkali electrolysis, and in medicine, for instance, requires a large variety of membranes. In order to select the most appropriate membrane for a specific separation process, it is thus necessary to know the physico-chemical properties of the commercially available synthetic membranes such as their pore size distribution, water content and sorption isotherm, fixed charge concentration, solute partition coefficients, transport parameters as well as to characterize their chemical and mechanical stability. The evaluation of the physico-chemical properties of synthetic membranes requires at first a classification of membranes according to their pore structure (coarse porous, fine porous, dense) and according to their organization (homogeneous, asymmetric, composite). This classification can be obtained only by electron microscopic investigation of appropriate membrane samples. Using transmission and scanning electron micrographs of the surfaces and cross-sections of typical membranes, the pore structure and organization of synthetic membranes is discussed and correlated with their transport and separation properties.
Coarse porous membranes, which are generally applied in micro-and ultrafiltration to concentrate high molecular weight substances and to separate high from low molecular weight substances (e.g. polymers from electrolytes), exhibit pores under the electron microscope with diameters ranging from about 50 A up to several (1 to maximum 5 pun). Although there exists a correlation between the pore size and the molecular size of molecules which can still permeate a membrane with a distinct average pore size, this correlation is very limited since interactions of molecules with the membrane matrix (pore walls of the membrane) play a much greater role for the permeation of a molecule than its molecular size. This was demonstrated by electron microscopic pictures of NIJCLEPORE membranes which were used for the filtration of styrene particles and erythrocytes [i] . As a consequence of strong interactions between the styrene particles and the membrane pore walls, the particles do not permeate the membrane although their diameters are only about one tenth of the membrane pore diameter.
In contrast to coarse porous membranes, fine porous membranes do not exhibit pores under the electron microscope. Therefore, one cannot distinguish between fine porous and dense membranes by electron microscopic investigations. To some extent, a differentiation is possible only by indirect methods such as fluid permeation, especially gas permeation measurements. Measuring, for instance, the gas permeation of synthetic membranes as a function of the gas feed pressure over a broad pressure range (0.1 bar up to 50 or even 100 bar), renders possible to some degree the estimation of an average pore size provided appropriate membrane model relationships are being employed [2] .
In general, however, an average pore diameter of a fine porous membrane does not supply a very relevant figure since it does not adequately characterize the permeation and separation properties of the corresponding membrane. Only in the case of gas separation, it might occasionally be useful to have information on the existence of micropores within a membrane since convective pore-flow through such pores will diminish the separation performance of the membrane for gas mixtures. A full characterization of synthetic membranes, employed for the separation of solutes from each other and of solutes from solvents, requires the determination of transport parameters and solute partition coefficients. Solute partition coefficients are equilibrium parameters of the membrane. In case of homogeneous membranes, they can be obtained by equilibrating appropriate membrane samples with solutions of different solute concen-1670 W. PUSCH tratlons and, subsequently, measuring the uptake of the solute by the membrane as a function of solute concentration. On the other hand, it is nearly impossible to determine solute partition coefficients of asymmetric and composite membranes in the same way since one can obtam only the solute partition coefficients of the entire membrane and not those of the active layer of such membranes which are the solely relevant ones. Transport parameters are obtamed from appropriate dialysis-osmosis and hyperfiltration (reverse osmosis) experiments measuring the solvent flux as a function of the pressure and osmotic pressure difference and the solute flux as a function of the concentration difference (equivalent to an osmotic pressure difference) across the membrane. The transport coefficients can then be correlated with the separation performance of the membrane. Table 1 summarizes physico-chemical properties of synthetic membranes which are of great interest (e.g. membrane morphology and organization; mechanical and chemical stability; equilibrium properties; transport properties). (Fig. 2a+b , "sponge structure") whereas the other group has pores of nearly uniform diameter (narrow pore size distribution; Fig. 2c -d, "sieve structure").
The production of membranes with uniform pores originated from the assumption that ultrafilters act like sieves and thus separate molecules according to their size. Thus, many attempts were made to fractionate polymers according to their molecular size using coarse porous membranes with more or less uniform pore diameters. However, Ferry [3] had pointed out already in his review article on ultrafiltration that factors completely different from the molecular size must govern the permeation of molecules through membranes, This is illustrated by SEMs of Nuclepore filters (Fig. 3 ) which were used for the filtration of polystyrene dispersions. The diameters of the polystyrene particles are clearly much smaller than the pore diameters of the membranes used ( 1:10). Nevertheless, the polystyrene particles are nearly completely rejected as they adhere to the pore walls and thus the pores become progressively blocked.
In contrast to coarse porous membranes, fine porous membranes do not exhibit pores under the electron microscope. Cross-sections of typical fine porous membranes are reproduced in Figures 4a-d where cross-sections of cuprophane, cellophane, polycarbonate, and polyacrylonitrile membranes are shown. These membranes are mainly used for dialysis and hemodialysis (artifFcial kidney). Thecuprophaneandcellophanemembrafles are not completely homogeneous but rather possess surface layers clearly differing in structure from the internal homogeneous membrane matrix. Cellulose membranes apparently consist of a fine porous matrix located between two dense (non-porous) surfaces of ca. 1,000 to 3,000 A thickness.
Figures 5a-d show SEM5 of cross-sections of typical asymmetric and composite membranes. All these membranes consist of an extremely thin film (active layer) on top of a more or less porous supporting framework (matrix). In the case of asymmetric membranes, the porosity of the supporting matrix increases across the membrane from top to bottom. The pore diameters, the shape of the pores, and the porosity of the supporting framework can be varied within certain limits by adjusting the composition of the casting solution and conditions of membrane fabrication. c-roo WGWpL9TJ6 AJJ6LG cp6 Tcc6L 0176 T w9un9CcnL6q pA iioi 2'J Dt6O C9Itt0L17T9 cp6 enb-
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Physicochemical properties of synthetic membranes
EXPERIMENTAL DETERMINATION OF TYPICAL MEMBRANE PARAMETERS Equilibrium membrane properties
Synthetic membranes are characterized by equilibrium and transport parameters in order to gain a deeper insight into the physico-chemical origin of transport phenomena and possibly relate them to the membrane structure. Among others, the equilibrium properties are the water content, the solute partition coefficients, the fixed charge concentration,, as well as the kind of fixed charge groups and the swelling behavior of the membrane. It is, therefore, absolutely necessary to determine these equilibrium properties if a membrane is to be used for transport measurements.
Determination of membrane water content. In general, the water content of a membrane depends on the water vapor pressure of the surroundings. Measuring the water content of a membrane as a function of water vapor pressure at a constant temperature yields the water sorption isotherm of this membrane. As discussed by several authors [5] [6] [7] , the pore size distribution within the membrane can be evaluated from the water sorption isotherm applying an appropriate membrane model. Measuring, in addition, the water sorption isotherm at different teneratures renders possible the evaluation of the thermodynamic functions -partial enthalpy, iHw, Gibbs free energy, and partial entropy, of water sorption where the reference state is that of bulk water at saturation vapor pressure, p0(T). Water sorption isotherm measurements might be completed by the determination of the melting behavior of water within a membrane and thus by the evaluation of the partial heat capacity of that water [5, 8] . Typical thermodynamic functions of water sorption and the partial heat capacity of water within a membrane are reproduced in Figures 6a+b. As can be seen from Figure 6a , the partial enthalpy and entropy of water sorption, obtained with a homogeneous CA K-700 membrane, are negative. Since the reference state is bulk water at saturation vapor pressure, the small negative value of zH means that the differential heat of water sorption is about 1 kcal/mol more negative than the heat of condensation of bulk water. Using the thermodynamic potentials of water sorp1ion and the partial heat capacity, information can be obtained about the water structure within a membrane by applying, in addition, appropriate sorption isotherm relationships [9-li] . Knowledge of the pore size distribution and the water structure in a membrane might contribute to the understanding of the transport mechanisms of solute and solvent. Thus, it is possible to classify a special membrane resembling a solution-diffusion, a fine-porous, or a coarse-porous membrane. It would be beyond the scope of this paper to discuss all the details of water sorption measurements. In case of most transport measurements, only the membrane water content at saturation is needed, and that mostly as a function of solute concentration c5.
Fixed charge concentration and exchange isotherm. As a consequence of the electroneutrality condition within the membrane, the counterion concentration within an ion-exchange membrane is always larger than the coion concentration. The difference in equivalence balances the fixed charges of the membrane (C * 0). Measuring the salt uptake of an ion-exchange membrane, possessing a constant fixed charge concentration (strong ion-exchange membrane), the anion and cation concentrations within the membrane must be determined as a function of the external salt concentration. The coion concentration is then equal to the salt concentration within the membrane and yields the salt partition coefficient K5 Kco = Cco/Vcocs where v0 is the stoichiometric number of the coion in the corresponding salt, and c5 is the external salt concentration. The ratio of the counterion concentration within the membrane to the ro, c8 + 0, the coion concentration within the membrane approaches zero as well, whereas the counterion concentration approaches the fixed charge concentration, Cg + CX at c5 ÷ 0. Theref ore, the salt partition coefficient approaches also zero at c5 ÷ 0 whereas Kg tends to infinity as illustrated in Figure 7 .. In addition, plotting the counterion concentration itself as a function of c5 results in the exchange isotherm of the counterion which approaches a constant limiting value at c5 << CX. This limiting value is equal to the equivalent concentration of the fixed charges CX. This relationship is graphically represented in FigureS. Figure 7 : Calculated counter-and coion partition coefficients, Kg and Kco, as functions of the external electrolyte concentration c5 using a strong ion-exchange membrane [12] . Experimentally established exchange isotherms as functions of the external NaCl concentration using NaCl-Na2 SO solutions with different but constant Na2SOL, concentrations and an anion exchange membrane ASAHI A-i at T = 25°C [13] .
Determination of transport parameters
Any appropriate membrane model-independent (e.g. phenomenological, Kedem-Spiegler) and membrane model-dependent transport relationship (e.g. combined viscous-flow, solution-diffusion model, and fine-porous membrane model) can be used to evaluate the corresponding transport parameters from both suitable dialysis-osmosis and hyperfiltration data. Because of the different boundary conditions adjusted in dialysis-osmosis experiments as against hyperfiltration experiments, the transport parameters evaluated from corresponding hyperfiltration data may considerably differ from the parameters obtained from dialysis-osmosis experiments even if the same membrane sample is used. The difference in the transport parameters is especially pronounced with non-homogeneous membranes such as asymmetric or composite membranes, for instance. Moreover, applying a special model relationship in characterizing the transport properties of a syiithetic membrane leads to transport parameters inherent in the underlying membrane model. Therefore, the application of just one model-dependent transport relationship will in most cases lead to one-sided statements about the membrane properties and, especially, their correlation with the membrane structure. Therefore, it is always advisable to use several different model-dependent relationships, in addition to the model-independent ones, for comparison and then look how the conclusions drawn by use of the model-dependent relationships match with the real membrane structure. On the other hand, the application of the model-independent transport relationships will always yield well defined transport parameters which, unfortunately, do not lead to a deeper insight into the physico-chemical processes governing the transport across the membrane.
Transport parameters from dialysis-osmosis experiments. Figure 9 reproduces a typical dialysis cell which can be used for the determination of transport coefficients such as the phenomenological coefficients of the linear relationships of the thermodynamics of irreversible processes which read as follows:
= -rj + 1ep + 1eit11 (1); q = 1pei + + £p,&I (2); X = 1tej + £,pAP + £tfl (3) where zP, MI, and E are the pressure, osmotic pressure, and electrical potential difference across the membrane, respectively; tE must be measured with reversible electrodes such as Ag! x, is a measure of the variation of solute concentration with time within the phases adjacent to the membrane. It is related to these variations as follows:
where V' and V" are the volumes of the (')-and (")-phase, respectively, {cm3}; ' = (lI2)(c + c); A is the effective membrane area {cm2M}; and dc5/dt the variation of solute or salt concentration with time t in the corresponding compartment {phase; mol/cm3s}. tn order to determine transport parameters, variations of concentrations and volumes with time in the compartments of a dialysis cell must be measured. This requires the establishment of at least a quasi-steady state. A quasi-steady state can be reached by adjusting the ratio of membrane area to compartment volume. That ratio must be chosen such that a flux across the membrane results in measurable variations of the quantities to be measured in the external solutions and concurrently does not too much disturb the formation of approximate steady-state profiles within the membrane.
In case that no electric and/or electro-osmotic transport coefficients are determined and thus no electric current across the membrane is required, transport coefficients are usually evaluated under the boundary condition of electric current being zero, j = 0. In case of that boundary condition, Equation (1) yields the electrical potential difference, E, existing across the membrane:
= -£epM' -£ei&I.
(la)
By reason of Equation (la), an electric potential difference generally exists across a membrane at j = 0 if pressure and/or osmotic pressure differences are present. If this electrical potential difference is measured by means of calomel electrodes with liquid junctions instead of Ag/AgCl-electrodes, for instance, it is termed membrane potential and referred to as tq {mV}. Indeed, the linear relationship (Ia) is only valid in case of small transmembrame pressure and/or concentration differences. As discussed by Schlgl [14] , the membrane potential at larger concentration differences across the membrane can be calculated using appropriate integrals of the corresponding Nernst-Planck equations.
Under the usually adjusted boundary condition j = 0, the linear relationships (1) All transport measurements will be affected by unstirred boundary layers. There will always exist an unstirred boundary layer at the membrane surfaces even in case of vigorous stirring of the external solutions. As schematically presented in Figure 10 , concentration profiles will develop in the boundary layer yielding solute concentrations at the membrane surfaces which differ from the bulk concentrations and thus affect the effective osmotic pressure difference across the membrane, for instance. If the stirring of the external solutions is extremely effective, the deviations of the concentrations directly at the membrane surfaces from those of the bulk solutions might be comparably small and thus the effect of the concentration profiles within the boundary layer on the measured fluxes is within the error of measurement. In this limiting case, the boundary layers might be considered as part of the membrane. One has to deal with the boundary layer effects separately only in case of compa- rably large membrane permeabilities. Dresner et al. [16] and Brian and Fisher [17] elaborated in detail the boundary layer effects in hyperfiltration systems for laminar and turbulent flow of the feed solution.
Transport parameters from hyperfiltration experiments. Performing permeation measurements under high hydrostatic pressure, the membrane is placed into a hyperfiltration cell as shown in Figure 11 . The membrane has to be supported in order to prevent rupture at high hydrostatic pressures. The following arrangement of special supports has been proved optimum for this purpose: a CONIDUR-screen (Rein, Lehmann & Co., AG, Düsseldorf, Germany) is overlaid with a stainless steel gauze with mesh sizes from 5x5 pm to l0xl0 pm. This stainless steel gauze is topped by a Millipore filter with an average pore size of 0.8 pm or even less. This arrangement provides sufficient mechanical support for the test membrane at pressures up to 100 atm or even more. The hyperfiltration cells can be arranged in series, six, for instance, and have to be located in a thermostatted water basin to maintain constant temperature in the
The high pressure compartments of the six cells are connected in series in order to obtain the maximum possible streaming velocity of the feed solution in each cell and thus minimizing concentration polarization effects. With a gap of about 0.7 mm between the upper membrane surface and the ceiling of the high pressure compartment, a circulation velocity in the high pressure compartments from 1 m/s up to 4 m/s can be achieved. At3 these circulation velocities and the permeation rates of usual membranes (up to maximum l0 cm3 /cm Ms), boundary layer effects are negligible and thus no correction for concentration polarization effects has to be performed.
The feed solution is contained in a thermostatically jacketed stainless steel reservoir with a capacity of about 10 liters, and is circulated by means of a diaphragm-metering pump manufactured by Orlita (Gieen, Germany), for instance, capable of delivering up to 150 1/h. The pressure fluctuations caused by the stroke of the diaphragm metering pump are damped out by means of a 2-liter pneumatic accumulator. The gas is separated from the feed solution by a Viton-membrane within the damper. Using suitable pressure regulating valves such as RECOmini-pressure regulators, for instance, and a corresponding P1-pressure regulating system such as INDIKON or FOXBORO, for instance, connected to a pneumatic pressure transducer, the pressure in the high pressure compartment of the hyperfiltration cells is maintained constant within ±0.05% to ±0.20%. The pressure is measured with an accuracy of ±0.1% of full scale (100 atm) using an appropriate high-pressure gauge. The feed is continuously cleaned by an in-line Millipore cartridge type filter. A skeleton sketch of the whole assembly is shown in Figure 12 . ranged from 10 to 100 atm. The points are the experimental values whereas the lines are the calculated regression lines [22] .
The volume flux, q, and the solute rejection, r, are measured at the steady-state of the system which is reached when the concentrations c and c no longer change with time. At the limiting condition of high feed concentration c and low pressure differences across the membranes, the steady-state is probably approached in between two to four weeks depending on the permeation rates of the membranes used. The volume flux, q, can be measured to an accuracy of ±0.5% using calibrated capillaries such as enzyme pipettes with a calibration of 1/1000 ml.
Before the actual test measurements are performed, the membranes must be pre-pressurized at the highest pressure to be applied during the test for about three to five days using pure water as the feed solution in order to minimize compaction effects, especially for those membranes with lower water contents. After the necessary preparations, the volume flux, q, and the solute rejection, r, are determined as functions of the pressure difference, AP = P', at constant solute concentration of the feed solution, using the measured feed and filtrate concentrations ch and c. With q and r measured as functions of the pressure difference at different but constant feed concentrations, it is then possible to evaluate the transport parameters inherent in the various transport relationships. In the case where the phenomenological relationships are applied, the three transport parameters £, £ and c = r0, can be determined by plotting 1/r as a function of 1/q and q as a function of AP and calculating the corresponding regression lines which read as follows:
where the approximation All r•fl' has been used. First, the asymptotic solute rejection, ra,, is obtained from the intersection of the corresponding regression line with the ordinate. Using this asymptotic solute rejection, the hydrodynamic permeability 1D results from the slope of the q vs. (AP -r,,,Afl) regression line. Therewith, All is calculated from the measured feed and filtrate concentrations employing the corresponding osmotic coefficients:
where and f are the osmotic coefficients of the feed solution and filtrate, respectively. After the evaluation of r0, and £, £, can be calculated from the slope of the hr versus h/q regression line using the osmotic pressure of the feed solution, U'. Typical l/r vs. l/q plots are reproduced in Figures 13a + b. Alternatively, utilizing the Kedem-Spiegler relationships [20] which read as follows:
where c designates the membrane porosity {cm3 pore vol./cm3N} and P5 the solute permeability {cm M/s}, a least-squares analysis of corresponding experimental data, r and q as functions of the feed pressure, yields the following transport parameters: •Pw/d, cP5/d, and r,,. The following remarks are necessary regarding the determination of transport parameters for asymmetric and composite membranes as well as multilayer membranes. Performing hyperfiltration experiments with asymmetric membrane systems and evaluating the corresponding transport parameters, results, on the one hand, in the overall hydrodynamic and osmotic permeability of the asymmetric membrane system where the main part of the hydrodynamic resistance might origmate from the top layer of the asymmetric membrane. On the other hand, the asymptotic rejection is completely determined by that membrane surface contacting the feed solution as demonstrated previously [21, 22] .
The slope of the hr versus l/ line is referred to the normalized solute permeability of the membrane in the following way Ll8,22]:
(0* = (/9 -c•P5/rd Therefore, the slopes of the l/r-l/q straight lines are measures of the normalized solute permeabilities P5/d of the membranes provided r,, does not deviate too much from the value 1 (r,, 1). Keeping in mind this correlation, a hr versus 1/q plot supplies an effective tool for a quick comparison of the solute permeabilities of different membranes. As is thus obvious from Figure l3a , the normalized solute permeability of the CA-85 membrane for NaC1 in the presence of a 0.1 M NaCl brine solution is larger than that of the CK-1 and CA-9O membrane. On the other hand, the normalized NaCl permeability of the CK-1 membrane in the presence of a 0.01 M NaC1 brine solution is much lower than its normalized permeability in case of a 0.1 N NaCl brine solution. Furthermore, the annealing effect on asymmetric CA membranes is obvious from Figure 13b . The normalized LiCl permeability decreases with increasing annealing temperature of the membrane. It should be noted that the normalized salt permeabilities of the asymmetric CA membranes for common salts will vary. in a similar way with annealing temperature as the LiCl permeability although their absolute values might drastically differ.
CONCLUSIONS
A comprehensive electron microscopic investigation of synthetic membranes combined with a detailed physico-chemical characterization of their equilibrium and transport properties renders possible a clarification of the membrane structure and its organization as well as the elaboration of the transport mechanisms of solvent and solute. In addition, a comparison of the separation and transport properties of different membranes is made possible enabling the selection of membranes with optimum performance for a distinct separation process.
